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Measurements of the spatial and temporal coherence of single, femtosecond x-ray pulses generated 
by the first hard x-ray free-electron laser (FEL), the Linac Coherent Light Source (LCLS), are 
presented. Single shot measurements were performed at 780 eV x-ray photon energy using apertures 
containing double pinholes in "diffract and destroy" mode. We determined a coherence length of 
17 /im in the vertical direction, which is approximately the size of the focused LCLS beam in the 
same direction. The analysis of the difi^raction patterns produced by the pinholes with the largest 
separation yields an estimate of the temporal coherence time of 0.6 fs. We find that the total degree 
of transverse coherence is 56% and that the x-ray pulses are adequately described by two transverse 
coherent modes in each direction. This leads us to the conclusion that 78% of the total power is 
contained in the dominant mode. 

PACS numbers: 41.60.Cr, 42.55.Tv, 42.25.Kb, 42.25.Hz 



Coherence is the fundamental property of light waves 
produced by laser sources. In combination with ul- 
trashort pulses, they yield insight into basic questions 
in physics through real-time observation and control of 
atomic scale structure and dynamics [IJ. The recent de- 
velopment of x-ray free-electron lasers (XFEL) in the ex- 
treme ultraviolet (XUV) [2*1 and the hard x-ray range {§- 
Q with their unprecedented peak brightness, short pulse 
duration - below 10 fs - and importantly, a high degree 
of transverse coherence, open new frontiers in the study 
of the structure and dynamics of matter. 

The intense, coherent and ultra-short x-ray pulses pro- 
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duced by XFELs promise important new insights in bi- 
ology d, 3 condensed matter physics Q and atomic 
physics [9[. They have already paved the way for new 
approaches to protein crystallography using nanocrys- 
tals [10] and the imaging of single viruses pjj]. Spatial 
coherence is essential for applications such as coherent x- 
ray diffractive imaging (cxDi) ^TMl, 

x-ray holography 

15| and x-ray photon correlation spectroscopy (XPCS) 
16j. The recovery of structural information from coher- 
ent imaging experiments relies on a high degree of spatial 
coherence in the incident field to enable the phasing of 
the diffraction pattern [13, produced by its scattering 
from the sample. Despite this importance no direct mea- 
surements of the coherence properties of XFEL beams 
from hard x-ray FELs have been reported, although es- 
timates of the coherence properties of these sources have 
been available through simulations [l^ HO]. Here we 
present measurements of the coherence of the Linac Co- 
herent Light Source (LCLS) x-ray beam. 
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FIG. 1: (Color online) A sketch of the experiment showing 
thirteen undulator modules, a set of KB-mirrors focusing the 
beam on a sample frame and the detector, protected from the 
direct beam by a beamstop. The inset shows SEM images of 
different apertures before (a) and after (b) the exposure of 
a single LCLS pulse. The inset (c) shows a case when the 
center of the beam missed the double pinhole (marked by the 
red circles). 

One of the most widely used methods for characteriza- 
tion of coherence is Young's experiment [2l| , where two 
small pinholes separated by a certain distance are illumi- 
nated. The visibility of the resultant interference pattern 
is a measure of the correlation within the wavefield inci- 
dent at the two pinholes-that is, the transverse coherence 
of the illuminating beam. An analysis of the contrast of 
these interference fringes, as a function of their distance 
from the center of the diffraction pattern, can also yield 
a measurement of the temporal coherence. This method 
has been successfully employed with light beams [22], x- 
rays at synchrotrons [2^ and in the XUV energy range 
also using pulsed sources [2i - l28j . 

The goal of this experiment is to characterize the co- 
herence properties of individual, focused LCLS pulses us- 
ing double pinhole apertures. These single shot measure- 
ments were performed in the "diffract-and-destroy" mode 

The experiment was conducted at the soft x-ray re- 
search (SXR) instrument of the LCLS. A sketch of the 
experiment is shown in Fig. 1. The LCLS was operated 
with an electron bunch charge of 250 pC and with 13 
undulator segments tuned to deliver 780 eV (A=1.6 nm) 
x-ray photons. Under these conditions, LCLS is expected 
to reach its saturation regime 0, [13, [20| . The duration of 
a single pulse was about 300 fs, determined from electron 
bunch measurements. The average energy was about 1 
mJ per pulse. The beam was delivered to the end-station 
through a beam transport system that includes three 
plane distribution mirrors and a monochromator com- 
prised of a spherical mirror followed by a plane grating. 
The measurements presented here were performed with 
the monochromator grating replaced by a plane mirror. 
The limiting vertical aperture of the beam delivery sys- 
tem was twice the full-width at half maximum (FWHM) 
of the beam size at the grating at 800 eV. At the sample 
position, the beam was focused to a size of 5.7 ± 0.4 /im 
(FWHM) in the horizontal and 17.3 ± 2.4 fim (FWHM) 




FIG. 2: (Color online) Measured diffraction patterns. Left 
column: Interference fringes from pinholes separated by 2 /im 
(a), 8 fim (c) and 15 /im (e) each exposed to a single shot of 
the LCLS beam as a function of the transverse momentum 
transfer q^, qy. The area used for the analysis of the trans- 
verse coherence is shown by the dashed black rectangle. Right 
column: Results of the fit (black lines) , to the experimental 
data (red dots) shown in the left column. Line scans marked 
with the black solid lines in the left column are presented. 
The insets in (d) and (f) show enlarged regions. 



in the vertical direction (see Appendix HI by a pair of 
bendable Kirkpatrick-Baez (KB) mirrors consisting of a 
silicon substrate coated with a 37.4 nm thick boron car- 
bide reflective coating (30l - l32j . with focal lengths of 1.5 
m (V) and 2 m (H). 

A multiple aperture array (see Appendix|ll| with vary- 
ing pinhole separations in the range from 2 fim to 15 ^m 
was positioned in the focus of the beam inside the Reso- 
nant Coherent Imaging (RCI) end-station (Fig. 1). After 
each shot on the sample, the array was moved to an un- 
exposed sample position. To accumulate statistics, each 
pinhole configuration was measured several times giving 
110 patterns in total. Interference patterns were recorded 
by a Princeton Instruments PI-MTE 2048B direct illumi- 
nation Charge Coupled Device (CCD) with 2048x2048 
pixels, each 13.5x13.5 /im^ in size, positioned 80 cm 
downstream from the apertures (Fig. 1). A 3 mm wide 
rectangular beamstop manufactured from B4C was posi- 
tioned in front of the CCD to protect it from exposure 
to the direct FEL beam. 

Figure 2 shows typical single-shot diffraction patterns 
measured with different pinhole separations. For small 
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separations between the pinholes a high contrast diffrac- 
tion pattern was observed implying a high degree of co- 
herence on that length scale. For larger separations the 
visibility of the fringes is slightly reduced due to the par- 
tial coherence of the incoming beam. 

The interference pattern, I{P), observed in a double 
pinhole experiment at the point P of the detector for 
narrow-bandwidth radiation can be described by the fol- 
lowing expression 

m = /o(P) (l + |7i1^(t)| cos [cot - a,2(r)]) , (1) 

where Io{P) is the Airy distribution due to diffraction 
through a round pinhole of diameter D [2l|, r is the 
time delay for the radiation to reach point P from dif- 
ferent pinholes, w is a mean frequency of the incoming 
radiation. The modulus of the effective complex de- 
gree of coherence |7i2^(t)| in equation (1) is defined as 
|7it^(T)| = 2 [Vhh/ih+h)] |7i2(r)|, where 7i2(r) is 
the intrinsic complex degree of coherence, /i,2 are inten- 
sities incident at the pinholes one and two and ai2(T) is 
the relative phase. When the incident intensities at both 
pinholes are identical, |7i|'''(t)| — |7i2(t)|. 

The analysis of the diffraction data was performed by 
fitting expression (1) to each measured diffraction pat- 
tern (see Fig. 2 and Appendix In this analysis, we 
considered a region of the diffraction pattern shown in 
Fig. 2 where {r)\ w |7it^(0)| and ai2(r) « ai2(0) 
are good approximations as the time delay associated 
with the path-length difference is much shorter than the 
coherence time Tc, t <^ Tc (see below). The modulus of 
the effective complex degree of coherence |7i2'^| at a par- 
ticular pinhole separation was determined for each shot 
(Fig. 3). A Gaussian fit through the 'best' shots (those 
that provided the highest degree of coherence and shown 
as black squares in Fig. 3) gives an upper estimate for 
the root-mean-square (rms) value of the transverse co- 
herence length, ly = 16.8 ±1.7 ^m, of the focused LCLS 
beam in the vertical direction. 

Our analysis shows a significant variation of the ef- 
fective degree of coherence between different pulses for 
the same pinhole separation (see Fig. 3). While this 
variation could be explained by shot-to-shot fluctuations 
of the coherence properties of the XFEL beam, it may 
also arise from uncertainty in the position of the incom- 
ing beam with respect to the center of the pinhole pair, 
which leads to a difference in intensity at each pinhole. 
The value of the effective complex degree of coherence, 
|7^|''^|, can be significantly lower than the intrinsic com- 
plex degree of coherence, I712 1 , if these incident intensities 
are not equal. To determine the possible maximum devi- 
ation of the incident pulses with respect to the center of 
the pinhole pair we observed that some pulses were not 
centered on the apertures and did not destroy the pin- 
holes (see inset (c) in Fig. 1). We analyzed SEM images 
of these apertures and determined a maximum deviation 
of 11 /im in the vertical direction. The impact of this 
positional uncertainty on the contrast, deduced from the 
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FIG. 3: (Color online) The modulus of the effective complex 
degree of coherence, |7i2^|, as a function of pinhole separa- 
tion. The experimental values determined from the fitting 
procedure are shown by red circles. The error bars show 
the standard deviation of these values. A Gaussian func- 
tion (black line) has been fit to the best shot values (black 
squares) which gives a coherence length of 16.8±1.7 pim. The 
blue dashed line shows the decrease in the value of |7i|''^| due 
to the maximum measured offset between the position of the 
apertures and the incident beam, (inset) The contribution of 
higher order modes to the modulus of the complex degree of 
coherence. The fully coherent case (single mode) is shown by 
the red dashed line. The two mode contribution is shown by 
the black line. 



beam size and the Gaussian fit through the 'best' shots, 
is described by the blue dashed line in Fig. 3. Our data 
indicate that most of the experimentally determined val- 
ues lie in the range between the two lines corresponding 
to the 'best' and the maximum offset shots. From this 
we conclude that this positional uncertainty is the dom- 
inant cause of the apparent shot-to-shot variation of the 
complex degree of coherence. 

Some of the pulses that illuminated apertures with 
larger pinhole separations (greater than 10 /im) were 
extremely bright. This allows the determination of the 
fringe visibility up to the edge of the detector, which cor- 
responds to time delays of r « 0.6 fs. At these conditions 
the time dependence in Eq. (1) was taken into account 
explicitly, providing a measurement of the temporal co- 
herence for individual femtosecond pulses. An average 
over six single pulses yields a temporal coherence time, 
Tc ~ 0.55 ± 0.12 fs (rms). For a beam with a Gaussian 
spectrum this value is in good agreement with the esti- 
mate [2l| Tc ~ I/ctcj = 0.4 fs, where Guj — 2.5/s~^ is the 
rms bandwidth of the LCLS beam at that energy [2^ . 

The knowledge of the transverse coherence length of 
the LCLS beam and an estimate of its vertical focus size 
is sufficient to determine the degree of transverse coher- 
ence, Cj,, in the vertical direction. We used the follow- 
ing definition of the total degree of transverse coherence 
M C = /|I^(ri,r2;w)pdridr2 • (//(r)dr)"^ where 
W{vi,V2;i^) is the cross spectral density (CSD) [s^. In 
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the frame of the Gaussian Schell-model (GSM) [H ill 
the total CSD, W{ri,r2;uj), factorizes into the prod- 
uct of two independent components [11], H^(ri,r2) = 
W{xi, X2)W{y 1,1/2) ■ The same holds for the intensities, 
/(r) = I{x)I{y). As a result the total degree of trans- 
verse coherence can be presented as a product of the 

horizontal and vertical contributions C, = C,x ■ Qy^ where 

\ I2 

Cx,y — {^x,y/'^x,y) ' \_{^x,y/ '^x,y) + 4] and lx,yJ '^x,y 

are the transverse coherence lengths and the beam sizes 
(rms), respectively. For the focused LCLS beam we de- 
termined = 0.75±0.08. A similar value, Cx, is expected 
in the horizontal direction as the source size and the beam 
divergence at FEL sources have comparable magnitudes 
in both directions [25]. Thus the total degree of coherence 
for the full beam is ( — 0.56 ±0.12. This is compara- 
ble with the value obtained in simulations j20| for similar 
LCLS parameters. 

The properties of highly coherent beams, such as 
XFEL beams, can also be conveniently described by 
their mode decomposition [s^. The CSD, W{yi,y2), 
can be decomposed into a sum of independent modes 
W{yi,y2) = J2j P]E*{yi)Ej{y2), where /3j is the contri- 
bution of each mode Ej{y). Applying the same GSM 
model to the 'best' shots in the vertical direction yields 
/3i//3o = 0.14±0.05 and P2/P0 = 0.02±0.01 for the first 
and for the second mode, respectively. This indicates 
that for separations of up to 15 /xm, which corresponds 
to the FWHM of the beam, two modes are sufficient to 
describe the coherence properties of the beam in the ver- 
tical direction (see inset in Fig. 3). 

Using the mode decomposition of the CSD the in- 
tensity in each direction can be described by I{x) = 
^ l3jlj{x), where Ij{x) is the normalised intensity dis- 
tribution of the j-th mode. The total power of the wave- 
field P = J I{x)I{y)dxdy is determined in this case by 

P = Po + Po,i+Pi,o + • • • = f3SI3^o+(3Sl3l + (3fPo + • • • > 
where we have neglected the contribution of modes higher 
than two. From this expression, the relative power of 
the dominant mode is Pq/P = [1 + Pi /Pi + Pf/PSr\ 
Extrapolating our results to the horizontal direction we 
estimate that 78±8% of the total FEL beam power is con- 
centrated in the dominant "TEMoo" mode. This value is 
substantially higher than at any existing x-ray source at 
that wavelength (it is about 1% for synchrotron sources 

Using the same model, the photon beam emittance Sy 
in the vertical direction is given by ^35i] Sy = ay ■ a'y — 
A/(47r(^y), where ay is the rms of the source size and a' 



is the rms divergence of the photon beam. Substituting 
into this expression the measured value of the degree of 
transverse coherence, Cj/j we find that the emittance of 
the LCLS beam is Ey — 0.17 ± 0.02 nm rad. This agrees 
well with typical values reported for the LCLS photon 
beam at 800 eV with the source size ay = 20 /im and 
divergence a'y = 8.5 /irad ^2^. For a diffraction limited 
beam with (y = 1, the same source size and x-ray photon 
energy would have a smaller divergence of about 6.4 /xrad 
(see Fig. A in Appendix lIVp . 

In conclusion, we have measured the coherence prop- 
erties of the LCLS using the focused x-ray beam at a 
photon energy of 780 eV. The total degree of transverse 
coherence was found to be 56%, from which we estimate 
that 78% of the total power is contained in the domi- 
nant mode. Furthermore, the temporal coherence of the 
LCLS beam was measured to be 0.6 fs, in good agree- 
ment with an averaged LCLS spectrum at these energies. 
We foresee that this single shot methodology for the co- 
herence measurement of high-power, pulsed x-ray sources 
developed here can be extended to investigate the perfor- 
mance of the LCLS in different conditions of operation. 
Finally, understanding the high degree of coherence at 
XFEL sources - as demonstrated in this work - provides a 
solid foundation for future coherence-based experiments 
that exploit these bright, coherent x-ray beams. 

Portions of this research were carried out on the 
SXR Instrument at the Linac Coherent Light Source 
(LCLS), a division of SLAG National Accelerator Lab- 
oratory and an Offfce of Science user facility operated 
by Stanford University for the U.S. Department of En- 
ergy. The SXR Instrument is funded by a consortium 
whose membership includes the LCLS, Stanford Uni- 
versity through the Stanford Institute for Materials En- 
ergy Sciences (SIMES), Lawrence Berkeley National Lab- 
oratory (LBNL), University of Hamburg through the 
BMBF priority program FSP 301, and the Center for Free 
Electron Laser Science (CFEL). Use of the Center for 
Nanoscale Materials was supported by the U. S. Depart- 
ment of Energy, Office of Science, Office of Basic Energy 
Sciences, under Contract No. DE-AC02-06CH11357. 
Part of this work was performed under the auspices of 
the U.S. Department of Energy by Lawrence Livermore 
National Laboratory under Contract No. DE-AC52- 
07NA27344. Financial support by the CNRS through the 
PEPS SASLELX program is acknowledged by J. Luning. 
We acknowledge a careful reading of the manuscript and 
suggestions made by Z. Huang and P. Emma. 



[1] See Nature Mileston es: Photo n s sup plement (2010) 

'http:/ /www. nature. com/milestones/photons 
[2] W. Ackermann et al, Nat. Photon., 1 336 (2007). 
[3] P. Emma et al, Nat. Photon., 4, 641 (2010). 
[4] T. Tanaka and T. Shintake (ed), SCSS X-FEL Con- 
ceptual Design Report SCSS XFEL, RIKEN, Japan 



|http://www-xfel.spring8.or.jp/SCSSCDR.pdf[ 

[5] M. Altarelli et al, XFEL The EuropearT X-ray Free- 
electron Laser. Technical Design Report DESY 2006-097 
http: / /xfel. desy.de /tdr / index_eng.html 

[6] R. Neuntze et al. Nature (London) 406, 752 (2000). 

[7] A. P. Mancuso et al J. of Biotechnology, 149, 229 (2010). 



5 



[8] 



[9: 
[lo: 
[11 
[12; 
[13: 

[14 

[15; 
[16; 
[17; 
[is; 

[19 
[20 

[21 

[22' 

[23' 
[24 
[25^ 
[26 
[27 
[28^ 
[29 
[30 
[31 
[32' 
[33; 



I. A. Vartanyants et al., J. Synchrotron Rad. 14, 453 

(2007). 

L. Young, et al, Nature (London) 466, 56 (2010). 
H. N. Chapman, et al, Nature (London) 470, 73 (2011). 
M. M. Seibert, et al, Nature (London) 470, 78 (2011). 
J. Miao et al. Nature (London) 400, 342 (1999). 
M. A. Pfeifer et al, Nature (London) 442, 63 (2006) 

H. N. Chapman et al, Nature Physics, 2, 839 (2006). 
S. Eisebitt et al. Nature (London) 432, 885 (2004). 
G. B. Stephenson et al, Nature Materials 8, 702 (2009). 

D. Sayre, Acta Crystallogr. 5, 843 (1952). 
J. R. Fienup, AppL Opt. 21, 2758 (1982). 

E. L. Saldin et al. New J. Phys. 12, 035010 (2010). 
Y. Ding et al, Proc. of FEL2010 Conf. (Malmo, Sweden, 
2010), 151. 

J. W. Goodman, Statistical Optics (Wiley, New York, 
1985). 

B. .J. Thompson and E. Wolf, J. Opt. Soc. Am 47, 895 

(1957). 

D. Paterson et al. Opt. Commun. 195, 79 (2001). 
R. A. Bartels et al, Science 297 376 (2002). 
A. Singer, et al, Phys. Rev. Lett. 101, 254801 (2008). 
L A. Vartanyants et al, J. Phys. B 43, 194016 (2010). 
R. A. Bartels et al. Opt. Lett. 27, 707 (2002). 
R. A. Dilanian et al. Opt. Lett. 33, 2341 (2008). 
J. N. Galayda et al , J. Opt. Soc. Am. B, 27, 106 (2010). 
R. Soufii et al, Proc. SPIE 7077, 707716 (2008). 
R. Soufii et al, Appl. Opt. 47, 4633 (2008) 
A. Barty et al. Optics Express 17, 15508 (2009). 
L. Mandel and E. Wolf, Optical Coherence and Quantum 
Optics (Cambridge Univ. Press, 1995). 
[34] The natural bandwidth of the LCLS radiation is less than 
1% at soft X-ray energies. Equation (1) is obtained un- 
der the paraxial and far-field approximations. It is as- 
sumed that diffraction patterns from different pinholes 
completely overlap at the detector position. Expression 
(1) also assumes that the radiation is stationary. With 
duration of the LCLS pulses. To = 300 fs, being much 
longer than the estimated coherence time Tc ~ 0.6 fs 
(To ^ Tc) one may safely use stationary conditions. 

I. A. Vartanyants and A. Singer, New J. Phys. 12, 035004 
(2010). 

[36] For brevity, we omit ui from future equations 



Appendix 



I. FOCUS SIZE MEASUREMENTS 

To estimate the average size of the focus, wc exploited 
a shot-to-shot variation in alignment betvi^een the beam 
and the apertures due to instabilities in the beam po- 
sition and the sample stage in the plane of the sample. 
Using the coordinates of imdamaged pinholes and the 
corresponding scattered intensities measured as an inte- 
grated signal at the CCD we determined a few points on 
the tails of the intensity distribution curve at the position 
of the pinholes. Fitting a Gaussian through these points 
gives an average beam size of 17.3 ± 2.4 /xm FWHM in 
the vertical direction and 5.7 ± 0.4 FWHM in the 
horizontal, in the plane of the apertures. 



[35; 



Analysis of the highly offset shots in horizontal direc- 
tion allowed us to estimate how uniform the coherence 
properties of the pulses are as a function of transverse 
position within the pulse. We compared the values of 
the complex degree of coherence for strongly horizontally 
offset and vertically centered pulses with the remainder 
of the pulses. These offset pulses also displayed high co- 
herence, which implies that the coherence properties of 
the LCLS pulses appear to be spatially uniform. 



II. APERTURES 

The apertures were fabricated by electroplating a 1.3 
fim thick gold layer on top of a 100 nm silicon nitride sub- 
strate supported by windows etched in a 200 /xm thick 
silicon wafer. The 1.3 /im gold film attenuates the beam 
by eight orders of magnitude at the photon energies used 
here. The sample was 20 mm x 25 mm in size and con- 
sisted of 4 arrays of 11 x 13 windows, for a total of 572 
windows. Each window, 50 x 50 fixE? in size, contained 
a pair of pinholes. The distance between individual win- 
dows was 768 /im in both directions. The pinhole diame- 
ter varied from 340 nm for the smallest separation to 500 
nm for the largest separation to account for the reduction 
in intensity due to the larger separations probing the less 
intense regions of the beam. 



III. DATA ANALYSIS 

The analysis of diffraction patterns has shown that 
some contain a contribution from an incoherent back- 
ground, mostly to one side, which leads to a reduced 
visibility of fringes. For the analysis considered here, re- 
gions with sufficient signal on the opposite side of the 
beamstop (marked with the dashed rectangle in Fig. 2 
(a,c,e)) were considered. These were divided into vertical 
slices 10 pixels wide. The number of slices varied from 
5 to 10 depending on the pinhole size. The single shot 
values of [712 '^j, shown in Fig. 3, are each an average over 
these slices, with the error bars given by the statistical 
variation (standard deviation) between these slices. The 
diffraction patterns, where the incoherent background 
was present in the data in the analyzed region, wcirc iden- 
tified by a high variation of the fit parameters between 
different slices. These interference patterns, as well as 
the patterns with poor signal, were excluded from oin 
evaluation. The following parameters were determined 
while fitting equation (1) to the experimental data: the 
incident intensity /q", the modulus of the effective com- 
plex degree of coherence |7i|'^ |, the relative phase ai2(0) 
of the wavefield between the pinholes, the pinhole sepa- 
ration d, the pinhole diameter D, and the position of the 
beam centre g° y. The small inclination angle of about 
30 mrad in the vertical positioning of the pinholes was 
taken into account during the data analysis. Measured 
values of |7^2''^| were corrected for the finite width of the 



modulation transfer function (MTF) of the detector. The 
detector MTF was measured independently by observing 
the variation of the contrast produced by two pinholes at 
a fixed pinhole separation as a function of the sample to 
detector distance using the beamline 13-3 at the SSRL 
synchrotron source. A 25 fringes/mm (rms) Gaussian 
MTF function for our detector was determined. 



IV. DIVERGENCE OF THE BEAM 
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FIG. A: (Color online) Divergence of the LCLS beam. 
Simulations for the partially coherent LCLS beam with 
the degree of coherence 75 % (red line) (source size 
G — 20/im and divergence a' — 8.5/irad) compared to 
a fully coherent (diffraction limited) source with the same 
source size and divergence a'^^f^ — 6.4/irad (blue line) as 
a function of the propagation distance from the source. 
The inset shows an enlarged region. 



